Malpositioning of intravascular stent during transfemoral repair of transjugular intrahepatic portosystemic shunt: fixation with another intravascular stent.
The author describes a 43-year-old man in whom an intravascular stent was dislodged into the inferior vena cava during repair of a transjugular intrahepatic portosystemic shunt. The malpositioned stent was fixed in position by another stent to prevent central embolization.